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Abstract

The first step in biomarkers discovery is to identify the best protocols for their purification and analysis. This issue is critical
when considering peripheral blood samples (plasma and serum) that are clinically interesting but meet several
methodological problems, mainly complexity and low biomarker concentration. Analysis of small molecules, such as
circulating microRNAs, should overcome these disadvantages. The present study describes an optimal RNA extraction
method of microRNAs from human plasma samples. Different reagents and commercially available kits have been analyzed,
identifying also the best pre-analytical conditions for plasma isolation. Between all of them, the column-based approaches
were shown to be the most effective. In this context, miRNeasy Serum/Plasma Kit (from Qiagen) rendered more
concentrated RNA, that was better suited for microarrays studies and did not require extra purification steps for sample
concentration and purification than phenol based extraction methods. We also present evidences that the addition of low
doses of an RNA carrier before starting the extraction process improves microRNA purification while an already published
carrier dose can result in significant bias over microRNA profiles. Quality controls for best protocol selection were developed
by spectrophotometry measurement of contaminants and microfluidics electrophoresis (Agilent 2100 Bioanalyzer) for RNA
integrity. Selected donor and patient plasma samples and matched biopsies were tested by Affymetrix microarray
technology to compare differentially expressed microRNAs. In summary, this study defines an optimized protocol for
microRNA purification from human blood samples, increasing the performance of assays and shedding light over the best
way to discover and use these biomarkers in clinical practice.
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Introduction

microRNAs (miRNAs) comprise a family of highly conserved

small non-coding RNAs (, 22 nt), that regulate gene expression at

the post-transcriptional level. Discovered in 1993, these endoge-

nous non-coding transcripts, represents approximately 1–2%

known genes in eukaryotes and function to negatively regulate

gene expression by repression or degradation through base-pairing

to target mRNAs [1,2]. microRNAs play a critical role in many

biological processes such as cell proliferation and maturation,

apoptosis, regulation of chronic inflammation and development of

cancer [3]. Numerous studies have focused on identifying altered

expression of miRNAs associated with disease and they have been

proposed as candidate biomarkers [4]. In this context, in many

disease including autoimmunity diseases (IBD, rheumatoid arthri-

tis…), where there is a complex interplay of key immune and non-

immune cells elements [1], miRNAs emerge as important immune

regulators and its impact on the development or prevention of

disease is under study [3,5].

In blood samples, it is well recognized that circulating miRNAs

are either packaged in microparticles (exosomes, microvesicles and

apoptotic bodies) or associated with RNA-binding proteins

[Argonaute 2 (Ago2)] or lipoprotein complexes (high-density

lipoprotein (HDL)) [6–10]. The extremely small size of miRNAs

renders most conventional biological amplifications tools less

effective. Also, the close similarities among family members of

miRNAs have presented challenges for developing miRNA-

specific detection assays. In addition, it has been observed that

during the purification process, small RNAs could be less

efficiently precipitated in alcohol solutions. Therefore, owing to

the uniqueness of miRNAs distinct from the protein-coding

mRNAs, there are differences in the approaches to detect and

quantify miRNAs. [11,12]. All this means that a valid method for

extracting and analyzing microRNAs still remains to be found.

To address this issue, several studies have tried to develop

different approaches [13,14]. However, the results in terms of

accurate quantifications and measurements are still far from being

the most suitable. The correct identification of disease-related

miRNA patterns from body fluids remains to be elucidated [4].
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Other problems related to the very short length and low levels of

microRNAs in such fluidic samples make problematic to obtain

efficient and reproducible microRNA recovery. In the qPCR

approach, it is common to test only a few numbers of molecules.

The short structure of such PCR targets may affect the efficiency

of the amplification process, including adding bias to the

quantification of miRNA expression. In addition, it is reported

that RNA purified from plasma can contain inhibitors that may

also affect qPCR efficiency.

Since the first reports revealing the presence of miRNAs in

plasma and serum [15–18], many researchers have focused on

identifying the microRNA profile in these effortless samples. If

these blood microRNAs could serve as biomarkers, patients could

be better monitored and easily managed by clinicians. With the

advent of more complete screening protocols where precious

clinical samples are being analyzed for a variety of biomarkers, the

importance of reduced sample requirements is increasing,

generating a need for extremely sensitive and reproducible assays.

In addition, a valuable biomarker requires robust and reproduc-

ible assays working in clinically available samples as well as in

archived material. Therefore, in an attempt to identify the most

suitable method for extracting microRNA from human plasma

samples, we have tested the RNA isolation efficiency of three

different available RNA isolation protocols and extraction

reagents: mirVana (Ambion, Life Technologies), TRIzol-LS

(Invitrogen) and miRNeasy Serum/Plasma Kit (Qiagen). We have

tested different protocols to identify which one offers more

effectiveness in clinical samples preparation. The suitability of

adding a carrier has also been tested. FlashTag miRNA direct

labeling from Genisphere, together with miRNA 3.0 microarray

from Affymetrix, have been used to test the efficiency of selected

extraction protocols by detecting the highest number of miRNA

molecules.

Materials and Methods

Study Population
Twenty consecutive peripheral blood samples from newly

diagnosed of inflammatory bowel disease patients at the Gastro-

enterology Department of the Hospital Universitari i Politècnic La

Fe (Valencia, Spain) and healthy volunteer controls were collected

for the study. The control group comprised patients who were

undergoing an ileocolonoscopy but who did not met a clinico-

pathological suspicion of inflammation, such as polyps, and

resulted in normal colonoscopy. Blood samples were collected

prior to any therapeutic procedure. Biopsies from bowel mucosa

were obtained at the time of the ileocolonoscopy. All the subjects

gave their written informed consent on the day of recruitment.

The study was approved by the Ethical Committee on Clinical

Research of the Hospital Universitari i Politècnic La Fe (ref: 2010/

0468) in compliance with the Declaration of Helsinki.

Sample Material and Preparation
Anticoagulated blood (K3-EDTA) was obtained after 12 hours

of fasting. Two different approximations were followed to obtain

plasma samples: 1) Blood was carefully layered onto Histopaque

1077 (Sigma-Aldrich, UK) at RT and centrifuged at 213 g 30 min

(without brakes). The upper-layer phases containing the white cell-

rich plasma were removed and cells and platelets were

subsequently separated from the plasma by spinning down at

2375 g 10 min. At this point, plasma aliquots were either

processed immediately for total RNA isolation or stored at

280uC for later extractions. 2) Other protocols [2] with some

modifications were also used, including fresh blood kept on ice

until being centrifuged directly in a 15 mL corning-like tube of at

1700 g for 10 min. The plasma layer was then centrifuged at

2000 g for 10 min and supernatant was used fresh.

RNA Extraction Methods
Three different commercial kits/reagents were employed to test

which was most suitable for obtaining RNA from human plasma

samples: mirVana PARIS kit (Cat nuAM1556, Ambion, Life

Technologies, Texas, USA), TRIzol-LS (Cat nu10296010, Am-

bion, Life Technologies, Carlsbad, CA, USA ) and miRNeasy

Serum/Plasma Kit (Cat nu.217184. Qiagen, Hilden, Germany).

Two different approximations were applied in mirVana kit: one

following the exact manufacturer’s instructions and the other, a

modified version of the centrifugation step to 30 min at 4uC after

the phenol/chloroform step in order to increase the final RNA

yields. In both cases, a starting volume of 400 mL of thawed

plasma or freshly isolated plasma was used. Total RNA was eluted

into 100 mL of pre-heated (95uC) RNase-free water.

RNA was also extracted from plasma using the TRIzol-LS

reagent. From frozen plasma, 4 aliquots of 400 mL each were used

and 3,5 mL from freshly isolated plasma. In all cases, RNA

extraction was done according to the commercial protocol,

including glycogen addition before isopropanol and an overnight

precipitation step. In addition, a combined version of TRIzol-LS

extraction followed by purification with mirVana column kit was

employed [2,19]. In this protocol, RNA was eluted in 100 mL of

pre-heated (95uC) RNase-free water.

Finally, for the Qiagen kit assay, two 200 mL of plasma aliquots

were used to get enough final RNA volume to perform all quality

tests and miRNA expression determinations. RNA was eluted with

14 mL of RNase-free water according the manufacturer’s instruc-

tions and the elution’s volumes from the same sample were pooled

to obtain a final volume of 28 mL.

In addition, RNA extracted from biopsies using the mirVana kit

was employed as a control of the whole RNA recovery process and

microarray detection. All biopsy samples selected for further

microarray tests were obtained from the same plasma patients or

donors, thereby being paired.

Carrier Addition in RNA Purification Process
Due to the difficulty in quantifying RNA in plasma samples, and

with the aim of RNA yield increase, purified Torulla yeast RNA

carrier (AmbionH, Life Technologies) was included in trial

processes at two different concentrations: 10 mg/mL (as previously

reported) [2] and 1 mg/mL (as the low amount). Carrier was

added before the chloroform protocol step. A spike in control was

also included in some samples that underwent the Qiagen protocol

if it necessary to check extraction by qPCR later on.

RNA Quality and Integrity
RNA purity and concentration were evaluated by spectropho-

tometry using NanoDrop ND-2000 (ThermoFisher). Initially, only

the A260/230 and A260/280 ratios were used to assess the

presence of contaminants: peptides, phenols, aromatic com-

pounds, or carbohydrates and proteins. In the end, however, the

full spectrum was considered because absorbance was also

detected in other wavelengths.

Quality and the related size of total and small RNA was assessed

by the Agilent 2100 Bioanalyzer microfluidics-based platform

(Agilent Technologies, Santa Clara, USA) with two chips: Agilent

RNA 6000 Nano Kit for total RNA and Agilent Small RNA kit for

low molecular weight RNA. Electropherograms were visualized

using the Agilent 2100 Expert software which included data

Plasma microRNA Extraction Optimization
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collection, peak detection and interpretation of the different

profiles.

miRNA Expression Levels Measured by Microarrays
All plasma RNA preparations assessed by microarray technol-

ogy were those obtained from duplicate starting material (200 mL

and 200 mL of plasma) using the miRNeasy kit to control for

variation in the RNA preparation steps, loading the aqueous phase

onto a single affinity column and mixing the final elution volume

(14 mL each) in a single tube.

A total of 14 samples from patients and donors were hybridized

following the manufacturer protocols: 4 plasma samples (PL), 2

plasma samples with carrier at standard previously reported

10 mg/ml concentration (PLsc) and 4 plasma samples with carrier

at ten-fold lower 1 mg/ml concentration (PLlc) and 4 biopsies

(BIO). For biopsies, 500 ng of total RNA were added to the

labelling mix. Despite the previously determined concentration,

8 mL of plasma and plasma with carrier RNA were labeled.

FlashTag miRNA direct labelling (Genisphere) was used following

the manufacturer’s procedures. The GeneChipH Scanner 3000 7G

System and reagents from Affymetrix were used to hybridize,

wash, stain and scan the arrays.

The latest version of the miRNA Affymetrix platform miRNA

3.0 based on mirBase version 17 [20] was used to obtain the

miRNA profile. This version contains 19,913 probesets including

5818 human premature, cajal body associated (sca), small nuclear

organizers (sno) and mature miRNA.

Statistical Analysis
Expression console free software from Affymetrix was used for

quality control and assessment of probe set normalized values.

Partek Genomic Suite 6.6 version (Partek Incorporated, St. Louis)

was used for microarray statistical analysis, PCA and HC

generation. Following the miRNA expression workflow, normal-

ization of data included RMA background correction, quartile

normalization, log2 transformation values and median polish

according to Genisphere indications for the FlashTag Biotin

labelling kit. ANOVA test at the different categories was

performed and FDR and p-values were applied to generate the

list of more significant probe values. GraphPad software (San

Diego, CA) was employed for t-test statistical analysis.

All microRNA data described in this manuscript have been

deposited in NCBI’s Gene Expression Omnibus Database (http://

www.ncbi.nlm.nih.gov/geo/). The accession number at GEO is

GSE51375.

Results

The different pre-analytical protocols employed for plasma

purification are briefly explained in figure 1. The addition of an

extra centrifugation step to pellet cells (2375 g 10 min) also

resulted in significant platelet reduction (elements that might

interfere in later analysis) of plasma samples (data not shown).

Another interfering factor, such as hemolysis, that could affect the

differential miRNA profiles identification, was also determined in

our plasma samples. The measurements of hemolysis by Harboe

method [21] resulted in values (0.02160.002 g/L) inside the

established normal range (from 0.01 to 0.03 g/L) indicating that

this potential confounding factor should not interfere in later

miRNA detection. This effect was also controlled by checking

common described hemolytic related miRNA levels [4,22] in

microarray results (data not shown).

After that, RNA was extracted using different isolation methods

(Figure 2) including three different commercially available kits and

reagents. In all cases, RNA was eluted in RNase free H2O and

kept frozen until analysis. The presence of contaminants was

assessed by NanoDrop spectrophotometry. In terms of quantity

and purity, no better results were obtained from fresh plasma than

from frozen plasma (Table 1). As shown in figure 3.A, low peaks at

260/280 nm region were observed for the commercial kits:

mirVana and miRNeasy. Between them, miRNeasy produced a

higher concentration (3-fold) in the eluted RNA (Table 1). Higher

260 nm peaks, related to higher RNA quantity, were observed in

TRizol-LS extracted RNA, together with highest organic and

phenolic contaminants (Figure 3.A), thus excluding those samples

from further studies. In an effort to increase the purity of Trizol

based extracted samples, a combination of this phenolic reagent

followed by matrix based column purification (mirVana) was used

but still resulted in lower RNA quality data than mirVana alone

(Table 1). Because plasma aliquots were either processed

immediately for total RNA isolation or frozen for later extractions,

it was possible to test the effect of prolonged storage time on the

RNA extraction yield. Frozen samples constantly gave rise to high

concentrated total RNA and RNA yield, independently of the

protocol/kit employed for total RNA isolation (Table 1). The

increased RNA yield could be due to the different centrifugation

conditions (Figure 1) for fresh and frozen samples, conditions

established in our lab for the first, and previously published [2] for

the second: blood kept on ice and spun down with high speed but

low centrifugation time.

By using 260/280 nm absorbance ratio RNA purity was

assessed. The different extraction methods gave rise mainly to

poor 260/280 ratios (Tables 1 and 2). In order to improve

recovery and quantification of microRNAs from plasma, the

benefit of adding an RNA carrier (yeast RNA) before RNA

extraction was also evaluated. As depicted in figure 3.B and 3.C,

and table 2, carrier addition increased both quantity and purity of

extracted RNA (PLsc and PLlc vs PL). However, the carrier

amounts were determinant in RNA yield, revealing that higher

doses of carrier (10 mg/mL for PLsc) can mask the real amount of

extracted nucleic acid because the presence of the carrier itself in

the elution volume, and making more difficult to accurately

quantify (Figure 3.B and 3.C, Table 2) and to analyze the integrity

of the RNA (figure 4). In spite of this, lower doses of carrier (1 mg/

mL for PLlc) helped to improve the quantity of Nanodrop

application (Figure 3.B and 3.C) and the Bioanalyzer test, thus

helping to assess the validation process (Figure 4).

Nowadays, microarray technology is allowing detection of a

higher number of miRNA molecules. Thus, 14 biopsies and

samples with no carrier or the two different carrier concentrations

indicated above were tested. Comparing broadly expressed

miRNA levels obtained by miRNA Affymetrix microarray

technology, all values for BIO, PL and PLlc were very similar

but not PLsc (Figure S1.A and S1.B, Table S1). As quality control

(QC) assessment is crucial before any analysis is performed, we

checked that recommended parameters for homogeneous results

were into the expected values (Table S2). Furthermore, analysis of

miRNA reported to be released by erythrocytes showed similar

expression between samples [4] through carrier addition at the

exception of PLsc, demonstrating that this factor is crucial is

miRNA levels at the tested sample (data not shown). Due to the

high cost of microarray technology and the low performance of a

higher amount of carrier addition constantly seen in quality assays,

only two PLsc amongst all samples analyzed by NanoDrop and

Bioanalyzer, were assayed using this technology. PLsc rendered

clearly different miRNA profile than the same patient PLlc or PL

plasma sample (Figure S2, Table S3). On the contrary, BIO or

PLlc showed closely related expressed miRNA profile (Figure S3).

Plasma microRNA Extraction Optimization
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PCA indicated that miRNA expression profiles were similar in

PLlc or PL samples, so all were closer in the 3D PCA plot

(Figure 5.A). According to this, diversity in signal profiles is more

related to the individual characteristics of patient and control

samples rather than to the addition of a small amount of carrier,

but, despite of this, detected levels of each molecule is severely

affected by the introduction of carrier at previously published

concentrations [2]. Furthermore, in all processed samples,

detection of low expressed miRNAs was improved, facilitating

quality control tests. On the contrary, whole array intensity was

clearly knockdown in no carrier PL samples (Table S1). Different

general intensity for each array regarding the type of sample

assayed is reduced by normalization array algorisms, but even

after RMA and background correction procedures recommended

by Affymetrix, the main differences can still be detected.

Figure 1. Flow chart of the different plasma processing methods.
doi:10.1371/journal.pone.0082753.g001

Table 1. NanoDrop spectrophotometer results from the different RNA extraction protocols: total amount, concentration and 260/
280 ratios.

Method RNA amount (mg/mL) RNA yield (mg/1 mL plasma) OD 260/280

Trizol LS: fresh plasma 49.9624.95 2.85 1.5760.11

frozen plasma 60.14643.0 7.52 1.6860.13

mirVana: fresh plasma 2,4560.21 0.61 1.9960.10

frozen plasma 5.3963.14*** 1.33 1.6160.40

TRizol/mirVana: fresh plasma 1.8760.71 0.05 1.7760.29

frozen plasma 3,8863,11*** 0.24 1,0860.79

miRNeasy: frozen plasma 15,0063,70 1,05 1,4860.17

***p,0.001 between each marked sample and miRNeasy. Mean plus SD.
doi:10.1371/journal.pone.0082753.t001
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Differences between PLsc RNA and all other conditions samples

were confirmed in clustering maps (Figure 5.B) that show the

relative expression of all detected miRNAs: high doses of carrier

were detrimental when comparing the different microRNAs

profiles. In order to analyze expression patterns under different

carrier conditions from microarray profiling results, we generated

an overlapping Venn diagram highlighting those similar expressed

molecules between the different set of samples (Table S4). As

shown in figure 5.C, the Venn diagram displays that 1496

microRNAs are commonly detected between PL and PLlc.

However, PLsc results in different microRNAs profile than PL.

Only 992 miRNA are detected in both set of samples.

Total RNA from 4 biopsies from same patients and donors

(BIO) for plasma study were extracted with mirVana protocol,

employing them as an example of good quality RNA for

microarray experiments and to compare expressed miRNAs that

could be related afterwards to its presence in the plasma from

those individuals. BIO samples were very useful as expression

controls of some characteristic miRNA molecules being homoge-

neously expressed in all but the PLsc sample (Figure S2, S3).

Discussion

Human plasma has been a rich source of biomarker discovery

[23]. The study of microRNAs in biological fluids such as plasma

and serum has rapidly expanded, signaling their possible

application in clinics, thereby avoiding the use of invasive

diagnostics techniques in patients. If pathological entities are

characterized by aberrant miRNA expression in plasma, identi-

fication of miRNA signatures for specific diseases could achieve an

early and differential diagnosis [24]. However, the utility of those

stable molecules as key biomarker requires a highly reliable and

reproducible protocol for RNA purification. The accurate and

robust measurement of miRNA in biological fluids has been

challenging due to a number of factors including the very short

and variable nucleotide sequence and the low amount of molecules

present in those samples [25]. Taking into account all these

aspects, in this work we have first tested pre-purification steps for

RNA isolation that, in our opinion, could later affect microRNA

detection (Figure 1, 2). The steps required for sample preparation

seem to be critical. Blood has to be processed immediately after

venipuncture and plasma should undergo two consecutive

Figure 2. Flow chart of the different total RNA extraction methods.
doi:10.1371/journal.pone.0082753.g002

Table 2. Comparative table on the carrier effect on the total RNA yielded, measured by NanoDrop spectrophotometer, and its
purity.

Method RNA amount (mg/mL) RNA yield (mg/1 mL plasma) OD 260/280

mirVana w/o carrier 5.3963.14 1.33 1.6160.40

mirVana+carrier (10 mg/mL) 355.365.20 88.83 2.1360.50

miRNeasy w/o carrier 15.0063.70 1.05 1.4860.17

miRNeasy+carrier (10 mg/mL) 2161.9622.20 151.33 2.0460.01

Mean plus SD.
doi:10.1371/journal.pone.0082753.t002
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centrifugation steps to eliminate PBMC and platelets contami-

nants respectively. Measurements of hemolysis in plasma samples

should be done, prior to RNA extraction, to detect and be aware

of possible interferences with specific miRNAs associated with

hemolysis [26]. Standardizing the sample procedure for plasma

purification may not be easy to follow in daily clinical practice but

effectiveness in avoiding these contaminants is important to obtain

stable results. The aim of minimizing cellular content in plasma

samples is to avoid unwanted bias in miRNA profiles originated by

cellular contaminants [2]. Considering also that in plasma

samples, a disease-specific signature might be overwhelmed by

microRNAs contained in platelets [25], the inclusion of an extra

centrifugation step seems to be mandatory. Furthermore, the

pelleted PBMC can be frozen and employed in further analysis.

Our observations, apart from confirming all those addressed

issues, also demonstrate that miRNAs are well preserved in frozen

plasma samples so RNA can be extracted later on.

In this study we have tested different commercial kits or

combinations of them to define the most suitable microRNA

isolation protocol for human plasma samples (Figure 2). To

identify prerequisites for accurate and representative measurement

of miRNAs profiles in biological fluids such as plasma [27], we

have focused on RNA extraction and purification steps. Specific

kits for plasma and serum extraction have been developed

recently. The performance of the miRNeasy plasma/serum kit

from Qiagen relays in low volume elution matrix column, thus

obtaining a more concentrated sample (Figure 3). Quality ratios

may vary, but in our hands, Qiagen RNA yields are more stable

through different extraction days. The lowest elution volume gives

a very important advantage over other commercially available kits

or reagents avoiding sample manipulation to concentrate it. The

matrix column-based extraction method is highly effective,

reducing contaminants in the RNA sample. Alternative extraction

methods for RNA based on organic solvents such TRizol has also

been tested, obtaining lower quality and performance results.

Regarding to this, a recent paper enforce the idea that this method

is unsuitable for miRNA isolation because small RNAs require

other RNAs as carriers to increase the yield in the purification

process [28] and indicating that organic solvent based RNA

extraction methods must be discarded for miRNA studies.

Besides the detailed validation of the pre-analytical steps

affecting miRNA purification, addition of different carrier

amounts has also been tested. Our observations support the

hypothesis that a lower concentration of carrier than the

previously one published for total RNA extraction in plasma

and serum can be more helpful in miRNA purification, increasing

purity and quantity (Figure 3). It is important to point out that the

quantity of carrier added to the samples was crucial in the RNA

yield, indicating that commonly used RNA carrier concentration

can mask the quantity of extracted RNA and affect accuracy in

quantification and quality analysis (Figure 3, 4). Because no good

quality assessment could be done, only two samples extracted with

standard amount of carrier were tested by array in order to check

their protocol performance and expression profiles (Figure S1).

Both expression profiles were very similar, but clearly different

from all the other sample profiles, so further studies with this type

of samples were not performed (Figure 5, Tables S1–S4). Biopsies

paired to the same plasma donors and patients have been

employed as controls for microarray performance and expression

profile comparison (Figure S2, S3). However, quality controls and

intensity values for those good performing samples indicate that

obtained RNA is consistently different from plasma RNA, and

subsequent analysis, specially normalization and background

subtraction, should be done separately.

Plasma RNA isolation procedure is important for improving

yield but is also determining level of inhibitors. As we have seen,

some current methods or combinations of them increase the final

concentration of RNA, leading to higher levels of contaminants,

therefore reducing applicability or efficiency of miRNA detection

protocols. Such contaminants may be derived from biofluids or

introduced by reagent carry-over during sample preparation [25].

Considering all, avoiding extra sample manipulation (such as

Figure 3. NanoDrop results from the different methods employed. A) RNA 220–320 absorbance spectra from the different samples analyzed
and protocols employed. B) NanoDrop spectra from samples under miRNA easy extraction. The effect of carrier addition at different doses is also
depicted. C) RNA quantification by NanoDrop. Samples without carrier (PL), carrier at low concentration (1 mg/mL, PLlc) and carrier at standard
concentration (10 mg/mL, PLsc), all RNA extracted with the Qiagen kit, was analyzed by NanoDrop technology. ***stands for p,0.001 and *for
p,0.05.
doi:10.1371/journal.pone.0082753.g003

Figure 4. Bioanalyzer analysis of total RNA from plasma extractions. RNA isolated with different methods was analyzed using RNA Small Kit
in an Agilent 2100 Bioanalyzer. The electropherograms of miRNA easy extractions show the size distribution in nucleotides (nt) and fluorescence
intensity (FU) of total RNA in plasma at two scales: A) Plasma with standard carrier concentration (10 mg/mL PLsc), B) Plasma with low carrier
concentration (1 mg/mL PLlc) and without carrier (PL).
doi:10.1371/journal.pone.0082753.g004
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Figure 5. miRNA expression profiles defined by microarrays technology. A) PCA scatter plot of normalized data from plasma samples. B)
Hierarchical clustering showing microRNA expression profiles by means of ANOVA test FDR p0.05, differentially expressed in the three categories:
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speedvac after RNA extraction) is essential. On the other hand,

some authors estimated that the addition of carrier means that the

RNA in the samples cannot be accurately quantified through [18],

but in plasma samples RNA is undetectable by using common

molecular laboratory methodologies. So, a control of the full

extraction process is mandatory due to the high cost of validation

or detection techniques. We have obtained good results correla-

tions by using lower doses of carrier (Figure 3, 4). It is commonly

accepted that the improvement in microRNA detection is likely

due to improved microRNA recovery in the presence of carrier

[12,18]. We have also observed, in agreement with former

reported observations [26], that NanoDrop spectrophotometer

quantification is unsuitable for plasma extracted RNA supporting

that. Lower amounts of carrier can be the best option to optimize

the extraction process. It is also strongly recommended checking

the full 220–340 nm spectra for accurate definition of carryover

contaminants.

Some papers reinforce the idea that PCR is the best way for

microRNA detection and quantification [29–31]. Different am-

plification methods have been described using LNA or other

annealing loop strategies. In our opinion, the introduction of an

external miRNA control is not ridding the problem because the

efficiency of amplification for such an external control sequence

can differ from targets. PCR amplification can be laborious,

including some preamplification steps, and the rapid increase in

the number of miRNAs in the databases renders qPCR inefficient

on a genomic scale, being better as a validation method instead

[32,33]. Unlike the qPCR strategies, the Affymetrix miRNA

technology relies on the FlashTag biotin 3D direct labeling system

and does not apply any amplification step, so each microRNA

molecule is not undergoing processes that could affect the final

product [32]. From our understanding, the FlashTag labeling kit is

a reliable method where, as far as one microRNA molecule can be

detected by microarray sensitivity, the measured expression value

will be closer to the biological situation (Figure 5). On the other

hand, miRNA molecules that are present at very low levels in the

original plasma or serum samples are not expected to show

significant or very high differences at detection, thus, their utility as

biomarkers should be limited or none. In our experience, a real

limitation for miRNA expression quantification relies in the

extraction method that should always be performed in the same

way (Figure 1, 2).

In conclusion, we have demonstrated that microRNA from

RNA plasma samples obtained using the miRNeasy serum/

Plasma kit and adding 10 fold lower doses of carrier than

previously published gives rise to reproducible and efficient RNA

extractions for later analysis by microarrays. By detecting broadly

and highly expressed miRNA molecules we confirmed the

efficiency and performance of those extraction conditions. Highly

expressed molecules were detected at very similar levels in

biopsies, plasma and plasma including a low amount of carrier

samples. Plasma extracted using commonly reported carrier

concentration reported very different in microarray assays so

miRNA target selection must be still well validated according to

different protocols for RNA extraction and detection techniques.
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Figure S1 Quality samples control of microarrays
results. A) Log expression signals after of robust multi-array

average RMA, detected above background or DABG normaliza-

tion. B) Relative log expression signals.

(TIF)

Figure S2 PCA scatter plot of data for all four RNA
methodology extraction categories: Biopsies (BIO),
plasma with standard carrier concentration (PLsc),
plasma with low carrier concentration (PLlc) and
plasma without carrier (PL).
(TIFF)

Figure S3 Hierarchical clustering showing microRNA
expression profiles of differentially expressed in the
four categories.
(TIFF)

Table S1 Quality control results: List of intensity values
generated by Expression console software, showing
normalized array probes values for all plasma samples
under RMA and DABG algorithms.
(XLS)

Table S2 Summary of quality control (QC) Affymetrix
values for all array tested samples, including: Biopsies
(BIO), plasma with standard carrier concentration
(PLsc), plasma with low carrier concentration (PLlc)
and plasma without carrier (PL).
(XLSX)

Table S3 List of more significant miRNA (adjusted FDR
p-value ,0.05) differentially expressed in all four
categories.
(XLS)

Table S4 ANOVA contrast of each category two by two.
Lists are generated by p,0.05 and Fold Changes $2. Those lists

were used for Venn diagram generation and overlapping lists.

(XLS)
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13. Eldh M, Lötvall J, Malmhäll C, Ekström K (2012) Importance of RNA isolation

methods for analysis of exosomal RNA: Evaluation of different methods Mol
Immunol 50: 278–286.

14. Wang K, Yuan Y, Cho J-H, McClarty S, Baxter D, et al. (2012) Comparing the
MicroRNA Spectrum between Serum and Plasma. PLoS ONE 7: e41561.

doi:10.1371/journal.pone.0041561.

15. Mitchell PS, Parkin RK, Kroh EM, Fritz BR, Wyman SK, et al. (2008)
Circulating microRNAs as stable blood-based markers for cancer detection. Proc

Natl Acad Sci U S A. 105: 10513–8.
16. Chen X, Ba Y, Ma L, Cai X, Yin Y, et al. (2008) Characterization of

microRNAs in serum: a novel class of biomarkers for diagnosis of cancer and
other diseases. Cell Res. 18: 997–1006.

17. Cortez MA, Calin GA (2009) MicroRNA identification in plasma and serum: a

new tool to diagnose and monitor diseases. Expert Opin Biol Ther. 9: 703–711.
Review.

18. Andreasen D, Fog JU, Biggs W, Salomon J, Dahslveen IK, et al. (2010)
Improved microRNA quantification in total RNA from clinical samples.

Methods 50: S6–S9.

19. Ali S, Almhanna K, Chen W, Philip PA, Sarkas FH (2011) Differentially

expressed miRNAs in the plasma may provide a molecular signature for

aggressive pancreatic cancer. Am J Transl Res 2011; 3: 28–47.

20. Giffiths-Jones S, Saini HK, van Dougen S, Enright AJ (2008) miRBase: tools for

microRNA genomics. Nucleic Acids Res 36: D154–D158.

21. Fairbanks VF, Zeismer SC, O’Brien PC (1992) Methods for measuring plasma

hemoglobin in micromolar concentration compared. Clin Chem 38: 132–140.

22. Cheng HH, Yi HS, Kim Y, Kroh EM, Chien JW, et al. (2013) Plasma

processing conditions substantially influence circulating microRNA biomarker

levels. PLoS ONE 8(6): e64795. doi:10.1371/journal.pone.0064795.

23. Wang K, Li H, Yuan Y, Etheridge A, Zhou Y, et al. (2012) The complex

exogenous RNA spectra in human plasma: an interface with human gut biota?

PloS ONE 7(12): e51009. Doi:10.1371/journal.pone.0051009.

24. Nair N, Kumar S, Gongora E, Gupta S (2013) Circulating miRNA as novel

markers for diastolic dysfunction. Mol Cell Biochem 376: 33–40. doi: 10.1007/

s11010-012-1546-x. Epub 2012 Dec 18.

25. Blondal T, Nielsen SJ, Baker A, Andreasen D, Mouritzen P, et al. (2012)

Assessing sample and miRNA profile quality in serum and plasma or other

biofluids. Methods. Available: http://dx.doi.org/10.1016/j.ymeth.2012.09.015.

26. McDonald JS, Milosevic D, Reddi HV, Grebe SK, Algeciras-Schimnich A

(2011) Analysis of circulating microRNA: pre-analytical and analytical

challenges. Clin Chem 57: 833–840.

27. Duttagupta R, Jones KW (2013) The curious case of miRNAs in circulation:

potential diagnostic biomarkers? Wiley Interdiscip Rev RNA 4: 129–38. doi:

10.1002/wrna.1149. Epub 2012 Nov 8.

28. Kim YK, Yeo J, Kim B, Ha M, Kim VN (2012) Short structured RNAs with low

GC content are selectively lost during extraction from a small number of cells.

Mol Cell 83: 893–895.

29. Pradervand S, Weber J, Lemoine F, Consales F, Paillusson A, et al. (2010)

Concordance among digital gene expression, microarrays, and qPCR when

measuring differential expression of microRNAs. Biotechniques 48: 219–22. doi:

10.2144/00011336721.

30. Shi R, Chiang VL (2005) Facile means for quantifying microRNA expression by

real-time PCR. Biotechniques 39: 519–525. doi 10.2144/000112010.

31. Chen C, Ridzon DA, Broomer AJ, Zhou Z, Lee DH, et al. (2005) Real-time

quantification of microRNAs by stem-loop RT-PCR. Nucleic Acids Res. 33:

e179.

32. Git A, Dvinge H, Salmon-Divon M, Osborne M, Kutter C, et al. (2010)

Systematic comparison of microarray profiling, real-time PCR, and next-

generation sequencing technologies for measuring differential microRNA

expression. RNA16: 991–1006. doi: 10.1261/rna.1947110.

33. Geiss GK, Bumgarner RE, Birditt B, Dahl T, Dowidar N, et al. (2008) Direct

multiplexed measurement of gene expression with color-coded probe pairs. Nat

Biotechnol 26: 317–325.

Plasma microRNA Extraction Optimization

PLOS ONE | www.plosone.org 10 December 2013 | Volume 8 | Issue 12 | e82753


