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INTRODUCTION

The quantification of nucleic acids 
has evolved from Southern and North-
ern blot analysis to RNase-protection 
assays to competitive reverse transcrip-
tion PCR (RT-PCR). At each step in 
this evolution, the required amount of 
template was reduced, the degree of ac-
curacy was enhanced, and the through-
put was increased. Currently, the state 
of the art is real-time PCR (1–3), which 
allows the quantification of nucleic ac-
ids at low template copy numbers with 
a high degree of specificity and accu-
racy. Although there are many fluores-
cence-based assay systems currently 
available for real-time PCR, the highest 
template specificity comes from those 
utilizing a dual-labeled fluorescent oli-
gonucleotide probe. Intact probes have 
low signal from the reporter dye be-
cause of fluorescence resonance energy 
transfer (FRET) (4). Upon cleavage by 
the 5′-nucleotidase activity of Taq DNA 
polymerase (5), FRET is lost, and a full 

signal is realized from the reporter. 
Some of the current uses for real-time 
PCR include the validation of findings 
from microarrays, zygosity testing of 
transgenic animals, determination of 
bacterial or viral loads, and transcript 
quantification (6,7).

Real-time PCR instrumentation has 
been available since 1996. However, 
the high cost of dual-labeled FRET 
probes, resulting from the difficul-
ties encountered during synthesis and 
purification, has kept this technique 
from reaching its full potential. Tra-
ditionally, dual-labeled FRET probes 
were synthesized with a 3′ amino group 
and a 5′ reporter dye. A 3′ quencher 
molecule was added postsynthesis by 
coupling an active ester to the 3′ amino 
group. To separate unreacted dye and 
obtain a pure full-length dual-labeled 
probe, two cycles of high-performance 
liquid chromatography (HPLC) pu-
rification and/or polyacrylamide gel 
electrophoresis (PAGE) purification 
were employed. Postsynthesis purifi-

cation steps as well as the difficulties 
encountered during chemical synthesis 
have been the major factors contribut-
ing to the high cost of these probes. 
The recent availability of 3′ quencher 
controlled pore glass (CPG) synthesis 
support columns simplifies the syn-
thesis procedure and may alleviate the 
need for postsynthesis purification if 
the oligonucleotide synthesis is of high 
quality. This would substantially re-
duce the cost, making the synthesis of 
real-time PCR probes affordable to any 
DNA synthesis laboratory. The Nucleic 
Acids Research Group (NARG) of 
the Association of Biomolecular Re-
sources Facilities (ABRF) (Santa Fe, 
NM, USA) has tested the hypothesis 
that now any DNA synthesis laboratory 
is capable of making quality dual-la-
beled fluorescent probes suitable for 
real-time PCRs without the need for 
postsynthesis purification. We invited 
all DNA synthesis laboratories to syn-
thesize dual-labeled FRET probe(s) 
and to submit them for analytical and 
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functional analysis. We compared 
a new variety of nonfluorescent 
quencher, the Black Hole Quencher 1 
(BHQ-1™; Biosearch Technologies, 
Novato, CA, USA), versus 6-carboxy-
N,N,N ′ ,N ′-tetramethylrhodamine 
(TAMRA™; Glen Research, Sterling, 
VA, USA), a fluorescent dye that has 
historically been used for quenching 
the carboxyfluorescein (FAM) reporter. 
The BHQ-1 quencher has no intrinsic 
background fluorescence and requires 
no changes to standard oligonucleotide 
synthesis procedures, making it pos-
sible to complete the synthesis and 
deprotection of a dual-labeled FRET 
probe on a standard automated DNA 
synthesizer. In contrast, a nonstandard 
mild deprotection protocol is required 
for TAMRA-quenched probes. Con-
stituent academic core facilities that 
do not routinely make fluorescent 
probes were especially encouraged to 
synthesize a probe. Here we report the 
analytical and functional test results of 
our study.

MATERIALS AND METHODS

Study Participation and Data 
Acquisition

Participants for this study were re-
cruited by invitation through list serv-
ers and individual e-mails. Potential 
participants were directed to a web site 
where they could read about the study 
and learn how to participate. Protocols, 
examples of quality analyses, and a 
tutorial on probe synthesis were avail-
able online. Participants were asked to 
synthesize a specific 5′ FAM-labeled 
human β-actin probe. The choice of 
3′ quencher was left to the individual 
respondent. Additionally, they were 
asked to submit a sample survey sheet 
defining the conditions, reagents, etc., 
which were used to synthesize the 
probe. Samples were submitted so as to 
assure anonymity.

Quality Analysis of Dual-Labeled 
Probes

PAGE analysis of probe quality was 
performed by running 7 M urea, 20% 
polyacrylamide, Tris-borate-EDTA 
(TBE) gels on a PROTEAN II® appa-

ratus (Bio-Rad Laboratories, Hercules, 
CA, USA). One microliter of sample 
probe with 2 µL loading buffer and 10 
µL deionized formamide were loaded 
into each well. Gels were run on 0.5× 
TBE, pH 8.3, at 300 V for 3–4 h. The 
products were visualized by exciting 
the 6-FAM reporter with 300 nm UV 
light or by staining with Stains-All™ 
(Sigma, St. Louis, MO, USA). Cap-
illary electrophoresis analysis was 
performed using a PACE™ MDQ 
system (Beckman Coulter, Fullerton, 
CA, USA). Capillary, buffer, and gel 
were used as described in the eCAP™ 
ssDNA 100-R kit (Beckman Coulter). 
The samples were run using normal 
polarity and a capillary temperature of 
30°C and prepared for capillary elec-
trophoresis by adding 200 µL water to 
1 µL dual-labeled probe (at 100 µM) in 
a 96-well polystyrene plate. The run 
time was 10 min per sample injection. 
Denaturing high-performance liquid 
chromatography (DHPLC) analyses 
were performed on a WAVE® HT 
(high-throughput) system using a 
DNASep® cartridge run at 80°C (both 
from Transgenomic, San Jose, CA, 
USA). Elution was performed with a 
gradient of 3%–20% acetonitrile in 
triethylammonium acetate (TEAA) 
buffer. Matrix-assisted laser desorption 
ionization-time of flight mass spec-
trometry (MALDI-TOF MS) analysis 
of the oligonucleotides (8) was per-
formed by mixing 1 µL of oligonucle-
otide in TE buffer (10 mM Tris, pH 7.5, 
1 mM EDTA) with 8 µL matrix solu-
tion [1:1 mixture of 2,4,6-trihydroxy-
acetophenone (THAP), 80 mg/mL in 
ethanol and ammonium citrate, 15 mg/
mL in 30% actetonitrile/0.1% trifluo-
roacetic acid]. One microliter of this 
solution was spotted for analysis. Data 
were acquired on a Reflex IV MALDI-
TOF (Bruker Daltonics, Billerica, MA, 
USA) in positive linear mode using 
FlexControl™ acquisition software 
(Bruker Daltonics). Mass spectrometry 
data were processed using XMass™ 
software (Bruker Daltonics). 

Real-Time PCR Evaluation of 
Dual-Labeled Probes

The probes were assayed for func-
tionality by real-time PCR utilizing a 
human β-actin (GenBank® accession 
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no. NM_001101) assay designed by 
the Quantitative Genomics Core Labo-
ratory (QGCL) at The University of 
Texas Health Science Center-Houston 
(Houston, TX, USA). The forward 
primer used was 997(+) 5′-CCCTG-
GCACCCAGCAC-3′, the reverse prim-
er was 1067(-) 5′-GCCGATCCACAC-
GGAGTAC-3′, and the TaqMan® probe 
(Applied Biosystems, Foster City, CA, 
USA) was 1020(+) 5′-FAM-ATCAA-
GATCATTGCTCCTCCTGAGCGC-3′ 
quencher. The template was a single-
stranded synthetic oligonucleotide 
71-mer, 5′-CCCTGGCACCCAGCA-
CAATGAAGATCAAGATCATTGCT-
CCTCCTGAGCGCAAGTACTC-
CGTGTGGATCGGC-3′, bearing the 
complete amplification product for 
the human β-actin assay. For PCR, we 
used 400 nM primers, 100 nM probe, 
and 2× TaqMan Universal PCR Mas-
ter Mix without Amperase® uracil-N-
glycosylase (UNG) (5 mM MgCl2) 
(Applied Biosystems). Assays were 
assembled using a Biomek® 2000 ro-
botic workstation (Beckman Coulter) 
for 2× master mixture plus the primers. 
A Genesis® 100 robotic workstation 
(Tecan, Research Triangle Park, NC, 
USA) was used to add dilutions of 
the synthetic oligonucleotide standard 
or 50 ng human genomic DNA (BD 
Biosciences Clontech, Palo Alto, CA, 
USA) per duplicate reaction. Standard 
curves were made by serial dilution of 
the single-stranded synthetic template 
in 100 ng/µL yeast tRNA (Invitrogen, 
Carlsbad, CA, USA). We performed 
the assays using an ABI P® 7700 
Sequence Detection System (Applied 
Biosystems). The cycling conditions 
were 50° for 2 min, 95° for 10 min, and 
40 cycles of 95° for 15 s and 60°C for 1 
min. The reporter signal was normalized 
to the emission of an internal reference 
dye carboxy-X-rhodamine (ROX™; 
Applied Biosystems) and plotted as 
the normalized reporter signal minus 
background (∆Rn) against the number 
of cycles. The cycle threshold (Ct) was 
determined for each amplification plot 
by setting a fixed threshold above the 
baseline. We compared probe perfor-
mance by examining Cts and the mean 
∆Rn of the standard curve values and 
by quantifying the slope, y-intercept, 
and correlation coefficient (r2) values 
of the standard curves. Mean Ct and 

∆Rn values were also determined for 
the 50 ng genomic DNA samples. Each 
data point was performed in duplicate. 
Although most values of duplicates are 
superimposable because of the use of 
robotics, averaged values are used in 
this study.

RESULTS 

Eighteen laboratories participated 
in the study, eight of which do not 
routinely synthesize this type of DNA. 
The total number of β-actin probes 
submitted was 35. Notably, laborato-
ries that do not routinely synthesize 
FRET probes made 15 of the submis-
sions. Sixteen probes were purified by 
a variety of methods [9 by HPLC, 1 by 
PAGE, 6 by Oligonucleotide Purifica-
tion Column (OPC™; Applied Biosys-
tems)], and 19 were unpurified (crude) 
products. For the purpose of this study, 
“desalted-only” samples were consid-
ered crude probes. Several methods of 
analysis were used, including capillary 
electrophoresis, DHPLC, and PAGE, 
which were performed on all samples, 
and mass spectrometry, which was 
performed on selected samples to re-
solve ambiguities. The advantages of 
capillary electrophoresis are speed, 
automation, high resolution, and peak 
integration to determine the degree of 
purity. DHPLC allows for automation, 
resolution according to hydrophobicity, 
peak integration, simultaneous moni-
toring of UV absorption and fluores-
cence, plus sample collection that is not 

possible with capillary electrophoresis. 
Mass spectrometry allows for the pre-
cise determination of molecular weight. 
PAGE analysis is the most economical 
and easily distinguishes the quality of 
the probes by allowing visualization of 
full-length products and incomplete or 
degraded (e.g., n-1, 2, 3….) syntheses. 

All 35 of the probes used 5′ FAM as 
the reporter dye. Of these probes, 23 
used BHQ-1, 11 used TAM- RA, and 
1 used QSY-7® (Molecular Probes, Eu-
gene, OR, USA) as 3′ quencher dyes. 
All probes except NARG 10 (QSY-7), 
NARG 20 (TAMRA), and NARG 33 
(TAMRA) (ABRF) appeared to have 
been made by having the quencher im-
mobilized on the 3′ synthesis support 
column, as evidenced by the difference 
in mobility of the largest molecular 
weight band following PAGE analysis 
(Figure 1). Postsynthesis labeling with 
dye-N-hydroxysuccinmidyl (NHS) 
esters resulted in a slightly longer 
oligonucleotide because of the ad-
ditional mass from an amino-linker 
modification necessary for coupling 
of the dye quencher. These size dif-
ferences were also detectable by the 
DHPLC, capillary electrophoresis, and 
mass spectrometry analyses (data not 
shown). There are four probable post-
synthesis products: (i) full-length probe 
with reporter and quencher; (ii) failure 
probe with quencher but no reporter; 
(iii) failure probe with reporter minus 
quencher; and (iv), a mixture of failure 
x-mer products. Integration of the areas 
under the peaks in the capillary elec-
trophoresis chromatograms showed 

Figure 1. Polyacrylamide gel electrophoresis (PAGE) analysis of dual-labeled fluorescence reso-
nance energy transfer (FRET) probes. Gels shown in the top panel were stained with Stains-All. All 
products from the syntheses were visualized. The gels shown in the bottom panel were visualized with 
a UV light that showed only those fragments containing fluorescent moieties. The lane numbers refer 
to the corresponding Nucleic Acids Research Group (NARG) probe numbers. Lanes 1–15, 16–30, and 
31–35 represent electrophoresis in separate gels.
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that the amounts of full-length probe 
ranged from 99% to 3% (Table 1). This 
distinction can also be easily visual-
ized for all 35 probe samples by band 

density in the PAGE analyses (Figure 
1) or by using capillary electrophoresis 
and DHPLC (Figures 2 and 3). Figure 
1 shows two kinds of significant n-1 

sequences: those that appear only in 
the DNA-stained gel (samples 5–7, 16, 
22, 23, and 35) and those that appear 
both in the DNA-stained gel and under 

Table 1. Summary of the Analyses for Submitted Probes Sorted by Quencher and Purity as Assessed by Capillary Electrophoresis

    Standard Curve Genomic DNA

Sample
(n) Quencher Purification

Purity by CE
(%)

Ct Value per 
2000 Copies

Mean 
∆Rn Slope

Correlation
Coefficient

Y-
Intercept Ct Value ∆Rn

NARG 09 BHQ-1 HPLC 99.4 27.6 1.29 -3.32 1.000 38.63 22.7 0.94

NARG 28 BHQ-1 HPLC 98.7 28.0 1.06 -3.4 1.000 39.19 22.8 0.81

NARG 13 BHQ-1 HPLC 97.9 29.1 0.80 -3.56 1.000 40.78 23.6 0.61

NARG 02 BHQ-1 HPLC 95.5 28.0 1.18 -3.42 1.000 39.23 23.1 0.87

NARG 14 BHQ-1 OPC 94.8 28.4 0.99 -3.42 1.000 39.70 23.4 0.64

NARG 21 BHQ-1 HPLC 94.1 27.7 1.22 -3.37 1.000 38.75 22.5 0.95

NARG 26 BHQ-1 crude 91.8 28.2 0.83 -3.37 0.999 39.39 23.1 0.61

NARG 34 BHQ-1 crude 89.8 28.8 0.87 -3.45 1.000 40.16 23 0.62

NARG 27 BHQ-1 crude 88.2 28.3 0.89 -3.4 0.999 39.44 23 0.68

NARG 01 BHQ-1 crude 86.6 28.0 1.14 -3.41 1.000 39.29 22.7 0.83

NARG 05 BHQ-1 OPC 84.3 28.3 0.97 -3.37 1.000 39.38 23 0.7

NARG 07 BHQ-1 HPLC 77.7 27.9 1.14 -3.34 0.999 38.95 22.6 0.78

NARG 08 BHQ-1 crude 76.9 29.3 0.41 -3.4 0.998 40.51 23.8 0.33

NARG 31 BHQ-1 PAGE 77.0 27.8 1.32 -3.39 0.999 39.00 22.4 0.96

NARG 06 BHQ-1 crude 75.5 28.4 0.82 -3.37 1.000 39.46 23.4 0.53

NARG 32 BHQ-1 HPLC 72.6 28.1 0.90 -3.35 0.998 39.35 23.1 0.61

NARG 35 BHQ-1 crude 55.2 28.5 0.99 -3.49 0.997 39.98 22.9 0.74

NARG 16 BHQ-1 crude 55.0 28.5 0.99 -3.37 0.998 39.53 23.1 0.7

NARG 03 BHQ-1 crude 41.8 29.0 0.58 -3.43 1.000 40.32 24.1 0.38

NARG 22 BHQ-1 crude 41.1 29.6 0.34 -3.41 1.000 40.96 24.5 0.25

NARG 23 BHQ-1 crude 34.3 29.7 0.36 -3.39 0.999 40.84 24.5 0.26

NARG 30 BHQ-1 crude 30.9 29.5 0.41 -3.45 0.999 40.80 24.3 0.27

NARG 04 BHQ-1 OPC 29.8 29.3 0.48 -3.45 1.000 40.61 24 0.32

NARG 10 QSY-7 HPLC 98.4 27.5 1.4 -3.37 0.999 38.60 22.4 1.05

NARG 12 TAMRA HPLC 96.9 27.9 1.18 -3.38 0.999 39.03 22.9 0.9

NARG 33 TAMRA OPC 91.4 29.2 0.60 -3.39 0.999 40.34 23.9 0.43

NARG 20 TAMRA crude 74.7 29.9 0.34 -3.48 0.999 41.3 24.3 0.26

NARG 11 TAMRA crude 69.0 28.7 0.72 -3.42 1.000 39.92 23.5 0.54

NARG 15 TAMRA crude 67.2 29.4 0.58 -3.44 1.000 40.67 24.3 0.35

NARG 19 TAMRA OPC 49.4 30.1 0.24 -3.45 0.999 41.54 25 0.19

NARG 18 TAMRA OPC 44.1 29.9 0.3 -3.41 0.999 41.03 24.7 0.22

NARG 17 TAMRA crude 25.1 30.6 0.17 -3.34 0.999 41.63 26.1 0.12

NARG 25 TAMRA crude 18.7 37.6 0.04 -3.2 0.975 44.79 40 0

NARG 29 TAMRA crude 18.1 31.1 0.17 -3.41 0.998 42.29 26.7 0.12

NARG 24 TAMRA crude 3.4 40.0 — — — — — —

Parameters shown are quencher, purification (if any), cycle threshold (Ct) at 2000 copies of the template, arithmatic mean of the difference between normalized 
reporter signal and background (∆Rn) of all points in the standard curve, the slope, coefficient of correlation (r2), and y-intercept for the standard curve, and the 
Ct and ∆Rn for 50 ng of genomic DNA. CE, capillary electrophoresis; HPLC, high-performance liquid chromatography; OPC, oligonucleotide purification column; 
PAGE, polyacrylamide gel electrophoresis; NARG, Nucleic Acids Research Group; BHQ-1, Black Hole Quencher 1.
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fluorescent light (NARG 11, 17–20, 
25–27, 29, and 30). The syntheses in 
which the n-1 (lower) band is nonfluo-
rescent and only appears on the DNA-
stained gel are all identified as BHQ-1-
quenched probes (Table 1) and can be 
explained by low coupling efficiency 
of the fluorescent reporter, resulting 
in a significant amount of probe with 
a nonfluorescent quencher (BHQ-1) 
but no fluorescent reporter. Where 
the n-1 band is fluorescent, most of 
these probes are identified as being 
TAMRA-quenched. Inefficient reporter 
coupling and the intrinsic fluorescence 
of TAMRA can explain the n-1 band. 
However, NARG 26, 27, and 30 are 
quenched by BHQ-1 and can only be 
explained by a product containing a 
reporter (FAM) but no quencher. This 
condition can occur when there is deg-
radation of the full-length product from 
the 3′ end. Capillary electrophoresis 
analysis allows for separation of the 
full-length probe from failure products 
based on size. Figure 2 illustrates the 
sample profiles obtained with purified 
high-quality and lower-quality crude 
probes for both BHQ-1- and TAMRA-
quenched probes. Figure 2, C and F 

shows that partially conjugated probes 
and/or those less than full-length are 
eluted first in capillary electropho-
resis, followed by full-length probes 
with both reporter and quencher dyes. 
DHPLC (WAVE) analysis demon-
strates the ability to resolve full-length 
probes based on hydrophobicity (Fig-
ure 3). WAVE produces baseline reso-
lution of a full-length probe containing 
the reporter from the full-length oligo-
nucleotide where the reporter coupling 
failed. The failed products eluted more 
quickly than the correct probe. Fluores-
cence monitoring verifies the position 
of the reporter on peak in each profile. 
Similar to capillary electrophoresis, the 
WAVE data demonstrate that a well-
synthesized crude probe has a profile 

similar to that of a purified probe. Sec-
ondly, the fluorescence traces illustrate 
the problem of TAMRA probes being 
contaminated with undesirable back-
ground fluorescence unless the probe is 
extensively purified. The probe with the 
most extensive purification procedure 
is NARG 21. It was purified by HPLC 
anion-exchange, followed by reverse 
phase HPLC. Importantly, NARG 21 
is not substantially different in purity 
than the NARG 01 probe that was not 
purified postsynthesis, as judged by 
PAGE analysis (Figure 1), capillary 
electrophoresis analysis (Table 1), and 
DHPLC (Figure 3).

The results of the functional analy-
sis by TaqMan assay are summarized in 
Table 1. The mean of the ∆Rn values 

Figure 2. Resolution of probes by size utilizing capillary 
electrophoresis. Partially conjugated probes and/or those less 
than full-length came off first, followed by full-length probes 
with both reporter and quencher dyes. (A–C) BHQ-1-quenched 
probes. (D–F) TAMRA-quenched probes. (A) NARG 21, 2× 
high-performance liquid chromatography (HPLC)-purified. 
(B) NARG 01: crude. (C) NARG 06: crude of lower quality. 
(D) NARG 12: 1× HPLC-purified. (E) NARG 11: crude. (F) 
NARG 25: crude, essentially failed synthesis.  BHQ-1, Black 
Hole Quencher 1; NARG, Nucleic Acids Research Group.

Figure 3. Resolution of probes by hydrophobicity utilizing denaturing high-perfor-
mance liquid chromatography (DHPLC). The top curve and bottom curve of each panel 
are the UV (260 nm) traces and fluorescence traces (excitation, 496 nm; emission, 520 
nm) of the HPLC elution, respectively. (A–C) BHQ-1-quenched probes. (D–F) TAMRA-
quenched probes. (A–F) Data as in Figure 2. Partially conjugated probes and/or those 
less than full-length came off first, followed by full-length probes with both reporter and 
quencher dyes. The correct BHQ-1 probe elutes at 12.5 min. The correct TAMRA probe 
elutes at 6.7 min. mV, output of the UV or the fluorescence monitors in millivolts. BHQ-1, 
Black Hole Quencher 1.
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for all concentrations of the standard 
curve was calculated (Table 1, Mean 
∆Rn). The Ct value at 2000 copies of 
the standard, the r2, slope, and y-inter-
cept were reported for each probe. Ad-
ditionally, the mean ∆Rn and Ct values 
for 50 ng of human genomic DNA as 
template were reported. Thirty-three 
of the 35 probes gave remarkably 
similar results despite a broad range of 
purities from 99% down to only 18%. 
Probes 24 and 25 gave insufficient or 
very low signal in real-time PCR due 
to extremely low reporter conjugation 
(Table 1). 

Comparing purity values with those 
for several other measured parameters, 
such as the slope (0.15), y-intercept 
(0.06), or r2 values (0.07) for the stan-
dards, showed no significant correla-
tion. However, when the purity values 
for the probes were compared to the Ct 
values of the standard at 2000 copies, 
we found a correlation coefficient of 
0.45. There was an even greater corre-
lation with the ∆Rn (r2 = 0.64). Similar 
results were obtained when 50 ng of 
human genomic DNA were used as the 

template, although both the ∆Rn and Ct 
values were approximately 75%–80% 
of the values for the standard at 2000 
copies (Table 1). In spite of the similar-
ity in Ct, slope, or y-intercept, the ef-
fect of the purity on the dynamic range 
of the fluorescent signal or ∆Rn was 
significant (Figure 4). Figure 4 illus-
trates a comparison of one of the better 
crude BHQ-1 probes in terms of purity 
(NARG 01, 86.6%) with a probe half as 
pure (NARG 22, 41.1%). Probes with 
the highest purity showed a more ro-
bust dequenching of the reporter FAM 
signal with increasing cycles (Figure 4, 
B and E). This results in a much higher 
final ∆Rn value or signal-to-noise ratio 
in the later cycles (Figure 4, A and 
D). Interestingly, both of these probes 
produced standard curves with identi-
cal slopes and correlation coefficients 
(Figure 4, C and F). In general, higher 
purity probes gave lower Cts and high-
er fluorescent signals (∆Rn) for a given 
amount of template. This is due to the 
more rapid accumulation of reporter 
signal at each cycle, reaching detect-
able levels in fewer PCR cycles. As the 

purity of the probe decreases, the num-
ber of cycles it takes to reach threshold 
(significance above background) shifts 
to the right. This is due to the roughly 
2-fold difference in the amplitude of the 
raw fluorescence signal, which can be 
seen in the amplification plot (Figure 4, 
A and D) in which there is a difference 
of approximately 2 Cts at every level of 
template for the high-purity probe ver-
sus the lower purity probe (14.4, 17.9, 
21.2, 24.7, 28.0 versus 16.0, 19.5, 22.9, 
26.3, 29.6, respectively). 

DISCUSSION

The results of this study show that 
very effective FAM/BHQ-1- or FAM/
TAMRA-quenched FRET probes can be 
synthesized without expensive and time-
consuming postsynthesis purification. 
One hundred percent of the respondents 
said that they found the synthesis easy. 
Of the 18 laboratories that participated 
in the study, 8 do not routinely synthe-
size this type of DNA. For the facilities 
that made these probes for the first time, 
all except one was successful.

An interesting observation was that 
the purity of the probe had no effect on 
the efficiency of the human β-actin as-
say. In the real-time PCR performance 
analysis, we were surprised that 33 
of 35 probes resulted in standard 
curves with very similar slopes down 
to 2000 copies of standard template. 
This result would imply that assay ef-
ficiency is due primarily to how well 
the primer pairs work in PCR. The data 
show a well-synthesized crude probe 
(NARG 26, 91.8% full-length probe) 
can perform comparably to a purified 
probe (NARG 13, 97.9% full-length 
probe). Even a probe containing only 
18.1% full-length probe (NARG 29) 
allowed for detection down to 2000 
copies when used with an optimized 
primer pair on the oligonucleotide 
template (Table 1). Purer probes gave 
larger ∆Rns, which resulted in a larger 
dynamic range. (Table 1) (Figure 4). 
However, neither the size nor quality of 
the template appears to have influenced 
the ∆Rn because for all the probes test-
ed, the ∆Rn of the genomic DNA was 
about 75% that of the synthetic single-
stranded oligonucleotide standard (cal-
culated from Table 1). BHQ-1 probes 

Figure 4. Comparison of the effects of good or poor probe synthesis on real-time PCR. (A–C) Probe 
NARG 01 from a good synthesis; 86.6% purity (Table 1). (A) Amplification plot of all five standard 
dilutions, good (>1.0) difference between normalized reporter signal and background (∆Rn) for all 
standards. (B) Raw fluorescence showing high fluorescent intensity of the FAM reporter compared to 
the ROX internal control dye. (C) Standard curve. (D–F) Probe NARG 22 from a poor synthesis; 41.1% 
purity (Table 1). (D) Amplification plot of all five standard dilutions, poor (<0.4) ∆Rn for all standards. 
(E) Raw fluorescence showing weak initial signal and low fluorescent intensity of the FAM reporter 
compared to the ROX internal control dye. (F) Standard curve. NARG, Nucleic Acids Research Group. 
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are easier to synthesize than TAMRA 
probes. No changes in protocols or 
reagents are necessary to synthesize 
good-quality BHQ-1-quenched probes. 
TAMRA probes need milder deprotec-
tion conditions to prevent inactivation 
of the dye, thereby requiring the use 
of more expensive monomer bases 
compatible with the milder deprotec-
tion conditions. Nonpurified BHQ-1 
probes tend to be of higher purity 
than the nonpurified TAMRA probes 
and produce higher ∆Rns. Several 
of the nonpurified BHQ-1-quenched 
probes approached the purity of the 
HPLC-purified probes. However, for 
the TAMRA-quenched probes, none 
of the crude probes was greater than 
75% pure (Table 1). BHQ-1-quenched 
probes >50% in full-length resulted in 
good (>0.8) ∆Rns. Moreover, BHQ-1-
quenched probes had a larger dynamic 
range (∆Rn) than TAMRA-quenched 
probes (Table 1). The latter is most 
likely due to the more efficient quench-
ing by BHQ-1 versus TAMRA.

The cost of a commercially prepared 
dual-labeled probe at the 200-nmol 
scale is generally $200–$400. A con-
sensus by this group estimates the cost 
of preparing a 200-nmol scale probe at 
$50–$70 without post-synthesis puri-
fication. This study demonstrated that 
quality dual-labeled fluorescent probes 
suitable for real-time PCR can be made 
without purification at a price substan-
tially lower than commercially pur-
chased probes. This study also demon-
strated that a variety of quality-control 
methods are adequate for assessing the 
quality of dual-labeled probe synthesis 
(Figures 1–3). The cost of the equip-
ment for quality control may vary from 
$150,000 for a mass spectrometer to 
less than $1000 for a PAGE apparatus 
and a UV light.

In summary, the ease with which 
BHQ-1-quenched dual-labeled probes 
can be made in DNA synthesis core 
facilities and the absence of a need to 
purify them by HPLC prior to real-time 
PCR experiments should allow sub-
stantial cost savings in real-time PCR 
experiments. Moreover, this enables 
core facilities to deliver dual-labeled 
probes to the user within 24 h of plac-
ing an order. Thus, we recommend that 
core facilities focus their attention on 
perfecting their regular DNA synthe-

sis and reporter coupling efficiencies. 
This will result in the production of the 
highest quality dual-labeled probes so 
that postsynthesis purification will be 
unnecessary. We further recommend 
that real-time PCR users concentrate 
on perfecting the design of the primers 
for the real-time PCR assays instead 
of on probe quality. It is our hope that 
real-time PCR experiments will now 
be as affordable and successful as other 
experiments that utilize unmodified 
oligonucleotides. 
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